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a  b  s  t  r  a  c  t
An  80-year-old  man,  who  had  dilated  cardiomyopathy  with  right  ventricular  (RV)  dilatation,  underwent
implantable  cardioverter  deﬁbrillator  (ICD)  implantation  for advanced  atrioventricular  block  and  primary
prevention  of  sudden  cardiac  death.  Tined  and  screw-in  leads  were  placed  on  the  right  atrial  appendage
and  RV apex, respectively.  Ventricular  pacing  inhibition  was  detected  after  surgery  due  to oversensing
by  diaphragmatic  myopotential  occurring  only  during  deep inspiration.  We  performed  re-surgery  and
switched  the  screw-in  lead  for a tined  lead.  The  diaphragmatic  myopotential  decreased,  thereby  improv-
ing  oversensing  by  diaphragmatic  myopotential  and  ventricular  pacing  inhibition.  It  might  be  beneﬁcialiaphragmatic myopotential to  use  a tined  lead  when  placing  the  ventricular  lead  at  the  RV  apex  for  implantation  of  a pacemaker  or
ICD if oversensing  of diaphragmatic  myopotential  is observed  using  a  screw-in  lead.
<Learning  objective:  Oversensing  due  to  diaphragmatic  myopotential  is  rarely  observed.  However  if
it  occurs,  it  becomes  a critical  problem,  which  causes  pacemaker  inhibition  or inappropriate  ICD  shock.
However,  the  method  of preventing  this  problem  is  unknown.  In this case,  we  demonstrated  that  a
tined-lead  may  be useful  for the  prevention  of  oversensing  by diaphragmatic  myopotential.>
© 2013  Japanese  College  of Cardiology.  Published  by Elsevier  Ltd.  All  rights  reserved.ntroduction
Oversensing, a well-acknowledged complication of a pacemaker
r implantable cardioverter deﬁbrillator (ICD), may  arise because
f electromagnetic interference, lead fractures, insulation breaks,
nd P or T waves [1]. We  describe a case of ventricular pacing inhi-
ition by oversensing due to diaphragmatic myopotential during
eep inspiration in a patient with an ICD, which was improved by
hanging the lead type.
ase reportAn 80-year-old man  with dilated cardiomyopathy was admit-
ed to our hospital because of syncope. Electrocardiography
ECG) showed an advanced atrioventricular block with 3 to 1
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878-5409/$ – see front matter © 2013 Japanese College of Cardiology. Published by Else
ttp://dx.doi.org/10.1016/j.jccase.2013.04.008conduction and nonsustained ventricular tachycardia (VT). Ultra-
sound echocardiography (UCG) revealed left ventricular (LV)
dysfunction (ejection fraction, 16%), right ventricular (RV) and
LV dilatation (RV, LV diastolic dimension, 58 mm and 78 mm,
respectively). A pacing device was indicated for the advanced atrio-
ventricular block; therefore, we chose to implant an ICD (St. Jude
Fortify 2235-40; St. Paul, MN,  USA) for primary prevention of
sudden cardiac death based on the patient’s laboratory ﬁndings,
which showed dilated cardiomyopathy with severe LV dysfunc-
tion and nonsustained VT. Severe LV dysfunction might indicate
the implantation for cardiac resynchronization therapy (CRT)-D,
not ICD, because cardiac function tends to deteriorate by pacing
from the RV apex. However, the patient had no history of heart
failure. Moreover the patient had impaired renal dysfunction (cre-
atine level, 2.48 mg/dl). Contrast dye is required for coronary sinus
venography when inserting an LV lead, which may  pose a risk for
contrast nephropathy. Therefore, we  decided to implant an ICD, and
planned a strategy to upgrade from the ICD to CRT-D, in case the
patient experienced heart failure in the future.
vier Ltd. All rights reserved.
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Fig. 1. (A) Electrocardiogram (ECG) monitoring revealed ventricular pacing inhibition (arrow) 7 days after implantable cardioverter deﬁbrillator implantation. (B) Oversensing
(arrow) with the right ventricular screw-in lead due to diaphragmatic myopotential (arrowhead) during deep inspiration. AIEGM, atrial intracardiac electrogram; MC,  maker
channel; VIEGM, ventricular intracardiac electrogram.
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dTined (St. Jude, 1944/52 cm)  and screw-in leads (St. Jude,
120Q/58 cm)  were placed on the right atrial appendage and
V apex, respectively. Ventricular pacing inhibition was detected
 days after surgery (Fig. 1A). Chest X-ray and UCG did not reveal
ny lead dislodgement or pericardial effusion caused by lead perfo-
ation. ICD assessment revealed no abnormality of lead impedance,
ensing or output threshold; however, oversensing by diaphrag-
atic myopotential occurred only during deep inspiration (Fig. 1B),
ausing ventricular pacing inhibition. We  performed re-surgery
ithout changing the ICD setting. Many locations were explored
o ﬁnd an optimal site for the RV lead without diaphragmatic
yopotential. First, a low pacing threshold and an absence of
iaphragmatic myopotential was observed in the RV septum, but
entricular amplitude was low (<2.0 mV); thus, we decided against
lacing the RV lead at the RV septum. Therefore, we  carefully
xplored the RV apex, which had a low pacing threshold and
igh ventricular amplitude. However, diaphragmatic myopoten-
ial was observed during deep inspiration. Fig. 2A illustrates a
epresentative intracardiac ECG showing diaphragmatic myopo-
ential during deep inspiration at re-surgery using a screw-in lead,
hich was placed at a different location at the RV apex from that
uring the ﬁrst surgery. We  considered that the shorter distancebetween the lead-end, which included a screw, and the diaphragm
might cause diaphragmatic myopotential due to an enlarged RV.
Therefore, we  switched the screw-in lead for tined lead (St. Jude,
7170Q/58 cm), which was  placed at virtually the same location
as that during the ﬁrst surgery (Fig. 3A and B). The diaphrag-
matic myopotential decreased, thereby improving ventricular
pacing inhibition (Fig. 2B) during the re-surgery and follow-up
period.
Discussion
The ﬁrst report about oversensing of muscle potentials associ-
ated with inspiration refers to a VVI pacemaker with a unipolar
ventricular lead [2], but oversensing of diaphragmatic myopoten-
tial has also been described with a bipolar lead [3]. Oversensing
the detection of diaphragmatic myopotential has been reported
to cause pacemaker inhibition [2,3] and inappropriate ICD shocks
[1,4]. Schulte et al. [5] reported an incidence of inappropriate
arrhythmia detection due to diaphragmatic myopotential over-
sensing of 8.6%, and an inappropriate shock incidence of 3% in a
general population with ICD implantations.
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Fig. 2. (A) Oversensing (arrow) due to diaphragmatic myopotential (arrowhead) during deep inspiration at re-surgery using a screw-in lead, which was  placed at a different
location at the right ventricular (RV) apex from that during the ﬁrst surgery. (B) Improvement of oversensing with a RV tined lead due to decreased diaphragmatic myopotential
(arrowhead) during deep inspiration at re-surgery. ECG, electrocardiogram; AIEGM, atrial intracardiac electrogram; MC,  maker channel; VIEGM, ventricular intracardiac
electrogram.
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mWhen oversensing due to diaphragmatic myopotential is
bserved, we have to be ﬁrstly cautious about the mechanical
eason: lead perforation, which was diagnosed by signs of peri-
arditis or pericardial effusion [6]. However, these ﬁndings were
ot observed in this case. It was difﬁcult to determine whether
he tined lead was placed at the exact same site, which showed
iaphragmatic myopotential with the screw-in lead during re-
urgery. The threshold with a screw-in lead was checked at many
V apex locations. All RV apex sites with low pacing thresholds
nd high ventricular amplitudes showed diaphragmatic myopo-
ential during deep inspiration, which eventually disappeared
sing the tined-lead. Therefore, these ﬁndings might suggest
hat improved diaphragmatic myopotential was  attributed to the
hange of lead type, not the difference of implanted site. A previous
tudy reported the short RV apex-diaphragm distance caused by
n enlarged RV produced oversensing through the diaphragmatic
yopotential during deep inspiration [4], which might be similarto that observed in our case. The theory of improved diaphrag-
matic myopotential is presumed as follows. A part of the screw
itself functions as an electrode while using the screw-in lead,
which might shorten the distance from the diaphragm. On the
other, the tined lead might have contributed to a longer distance
between the lead tip and diaphragm, resulting in an improvement
in ventricular pacing inhibition by decreasing the diaphragmatic
myopotential. However, the short RV apex-diaphragm distance,
which was  presumed by the improved diaphragmatic myopotential
due to the change of lead type, was not objectively demonstrated.
Additionally, a screw-in lead is generally useful to avoid lead
dislodgement in patients with enlarged RVs; thus, the results
obtained here might not apply to all cases. In conclusion, it might
be beneﬁcial to use a tined lead when placing the ventricular
lead at the RV apex for implantation of a pacemaker or ICD if
oversensing of diaphragmatic myopotential is observed using a
screw-in lead.
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[ig. 3. (A) Chest X-ray revealed a screw-in lead placed at the right ventricular (RV)
ame  place of the RV apex as in the ﬁrst surgery at re-surgery.
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